[The measurement of cell concentration and size using the AOD-101 cytometer].
A particle sizing counter, elaborated by the Institute of Cytology and Scientific-Industry Union "Analytpribor", was evaluated for its effectiveness in analysing different cell suspensions. The mean error of cell concentration measurement is about 3% within the 1-15 x 10(4) ml-1 interval. Cells can be found in suspension at a concentration of 2 x 10(2) ml-1. Cell size can be measured reproducibly within 10% for the interval 3-150 microns. The absolute value of cell size can be obtained after the device graduation with independently sized cells. Such a graduation differs by 5-10% from the graduation with latexes.